The importance of corneal biomechanics in ophthalmology has fueled the drive to 62 develop new devices for the clinical assessment of corneal biomechanical properties, as well as 63 compensate for the influence of biomechanical properties on estimation of intraocular pressure 64 (IOP). [1] Historically, assessment of corneal stiffness has been accomplished via cutting strips 65 of corneal tissue from post-mortem donors, and applying a tensile load in the form of stretching 66 the tissue to specific strains, defined as percent change in length, while plotting the stress at each 67 level of strain. [2-5] The slope of the stress-strain curve is defined as the tensile elastic modulus, 68
with greater slope indicating a higher elastic modulus and a stiffer material. This can also be 69 interpreted that a stiffer material has greater resistance to deformation, since a higher stress is 70 associated with a lower strain than in a softer material. The evaluation is more complicated in a 71 cornea since it is viscoelastic in nature, which means that the stress-strain response is a function 72 of the strain rate, or how quickly the tissue is stretched, [6] as well as exhibiting a nonlinear 73 stress-strain relationship such that higher levels of stress are associated with greater elastic 74 modulus. [6, 7] The challenge in transferring biomechanical property assessment to the in vivo 75 condition has been to determine a clinically acceptable approach to perturb a cornea that is 76 preloaded by IOP, as well as to manage eye motion. Since biomechanical properties are defined 77 by the response to a perturbation or applied load, a clinically viable load must be determined. In 78 addition, IOP is a confounding factor in assessment of corneal biomechanics, since the cornea 79 stiffens as IOP increases, making the two factors of stiffness and IOP inseparable. [ 
8] 80 81
The first clinical device to be introduced capable of assessing biomechanics was the 82 Ocular Response Analyzer (ORA), [9] followed by the Corvis ST.
[10] Both current clinical 83 devices rely on an air puff to deform the cornea and assess biomechanical deformation response 84 parameters. The ORA relies on an indirect assessment of deformation response and produces 85 corneal hysteresis (CH) which is widely recognized as a biomechanical parameter, but which is 86 complicated to interpret due to the nature of the measurement. The Corvis ST uses ultra high-87 speed Scheimpflug imaging to directly assess deformation response. This allows visualization 88 and analysis of a large set of biomechanical deformation response parameters. However, 89 interpretation of the data produced is difficult due to the quantity of parameters and their 90 interaction with both stiffness and IOP. Therefore, the purpose of the current study is to define 91 two new stiffness parameters that are a function of IOP, and investigate the relationship of 92 various dynamic corneal response parameters (DCR's) to these global indications of corneal 93 stiffness, in both normal subjects and those diagnosed with keratoconus. 94
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Methods
96
Subjects and Devices 97
A retrospective study was conducted with subjects enrolled from two sites: the Instituto 98
de Olhos Renato Ambrósio in Rio de Janeiro, Brazil, and the Vincieye Clinic in Milan, Italy. For 99 each subject, a random eye was chosen for inclusion in the study. The combined dataset 100 consisted of 180 eyes of 180 keratoconic (KC) subjects, diagnosed by RA or PV, respectively, as 101 well as 482 eyes of 482 normal (NL) subjects. All subjects had received a complete ophthalmic 102 examination that included the CorVis ST and Pentacam (OCULUS Optikgeräte GmbH, Wetzlar, 103 Germany). The Corvis ST is a Dynamic Scheimpflug Analyzer which uses a consistent air puff 104 to deform the cornea while an ultra-high speed camera (~4,300 frames per second) utilizing 105 Scheimpflug geometry, simultaneously captures a series of 140 images of a single, central, 106
horizontal meridian of the cornea. 107
The inclusion criteria for the keratoconic population included the presence of a bilateral 108 clear topographic and tomographic keratoconus without any previous ocular surgeries, such as 109 corneal collagen cross linking or implanted intracorneal rings. Conversely, the inclusion criteria 110 for the healthy subjects included the presence of a Corvis ST exam in the database, a Belin 111
Ambrósio Enhanced Ectasia Index total deviation (BAD-D) from the Pentacam less than 1.6 112 standard deviations (SD) from normative values in both eyes. Exclusion criteria were any 113 previous ocular surgery or disease, myopia over 10D and any concomitant or previous glaucoma 114 or hypotonic therapies. The BAD-D cut off of 1.6 SD was used because it is described as the 115 best performing screening parameter with values of 1.65 and 1.88 associated with a 95% and 116 97.5% confidence interval, respectively, with an acceptable false negative rate of less than 1%. 117
[11] Only Corvis ST exams with quality score "OK" were included in the analysis, and Research 118 Software was used. Additionally, a second manual, frame-by-frame analysis of the exam, made 119 by an independent masked examiner, was performed to ensure quality of each acquisition. The 120 main criterion was good edge detection over the whole deformation response, with the exclusion 121 of alignment errors (x-direction). Similarly, blinking errors were omitted. Moreover, all exams of 122 the Vincieye Clinic were re-evaluated by a masked expert of Anterior Segment (R. Ambrósio) to 123 confirm the diagnosis. Similarly, all the exams of the Instituto de Olhos Renato Ambrósio were 124 re-evaluated by a masked expert (P Vinciguerra). All measurements with the Corvis ST were 125 taken by the same experienced technicians. 126
Demographic data, including age and sex, were also acquired. In Brazil, the local 127
Institutional Review Board approved the study and determined that patient consent was not 128 required. In Italy, the local Institutional Review Board determined that approval was not 129 required. However, subjects provided informed consent to provide their data for research at the 130 time they were seen in clinic. The position of first applanation (A1) was the reference for calculating the load on the cornea, 141
Pr. SP-A1 uses the displacement between the apex in the undeformed state and the deflection at 142 A1 (A1DeflAmp). SP-HC uses the difference in A1 position and maximum deflection near 143 highest concavity (HC): (DeflAmpMax) minus deflection amplitude at A1 (A1DeflAmp). 144
Resultant pressure was calculated as the air pressure impinging on the cornea at the time of 145 applanation minus the IOP. To determine the air pressure on the cornea, the spatial and 146 temporal profiles of the air puff were measured by hot wire anemometry in the xy and xz planes, 147 shown in Figure 1A . A photocell sensor was installed at the outlet of the nozzle to synchronize 148 measured velocity data and the pressure signal produced by the Corvis ST. Hot wire calibration 149 was done with a 2.5mm orifice in order to replicate the actual flow condition in the subsequent 150 experiments. Data were acquired at a sampling rate of 20kHz, from 0 to 16mm from the nozzle 151 in 2mm increments in the axial direction and in .75mm increments up to 3mm on each side of the 152 centerline, for a total of 81 individual points, shown in Figure 1B The comparison of DCRs in the bIOP-matched subset of normal and keratoconic subjects 210 is given in Table 1 , and indicates significant differences of all reported parameters, except peak 211 distance which is the width of the concavity at HC, with normal eyes exhibiting stiffer behavior, 212 or less resistance to deformation, than keratoconic eyes for all other parameters. The normal 213 group is stiffer with greater SP-A1 and SP-HC, thicker pachymetry, lower DA Ratio, later A1 214 times (requiring higher air pressure) with longer applanation lengths and slower velocities, lower 215 deformation and deflection amplitudes, greater HC radius (flatter curvature) with lower Inverse 216 Radius, and earlier A2 times with greater whole eye motion. 217
218
The results of the regression analyses are summarized in Tables 2 and 3 Biomechanical response parameters can be interpreted relative to stiffness in terms of 234 resistance to deformation. The stiffer the cornea, the greater is the resistance to deformation, and 235 therefore greater air pressure is required to initiate and maintain motion. The major confounding 236 factor is IOP, since both the cornea and sclera will stiffen as IOP increases.
[8] This is due to two 237 factors in combination: 1) LaPlace's Law which states that as internal pressure increases, wall 238 stress also increases; and 2) the nonlinear properties of the cornea such that as stress increases, 239 the elastic modulus, E, also increases. This leads to a complex corneal response to air puff 240 induced deformation in the intact globe. Certain response parameters will be dominated by IOP, 241 whereas others will be dominated by corneal stiffness. [13] However, the entire response will be 242 integrated over all influencing factors. In the current study, the confounding influence of IOP 243 was removed in the comparison of normal corneas to those with keratoconus by matching both 244 groups on bIOP. With the consistency of the air puff pressure provided by the device under 245 study validated during characterization, a direct comparison of the response parameters between 246 the two groups can be performed with confidence in this matched subset.
Additional 247
interpretation of the influence of the stiffness parameters on the DCRs is given in the 248
Supplemental Materials. 249 250
The differences between the two stiffness parameters include stronger correlations of 251 both the HC deformation parameters and A2 parameters to SP-HC, than to SP-A1. However, 252 SP-A1 has greater separation between NL and KC groups, shown in Table 1 and illustrated in 253
Figures 4-7. SP-A1 also has stronger correlations to both pachymetry and DA Ratio, which 254 occurs near A1. Therefore, it might be expected that SP-A1 would be a stronger biomarker for 255 corneal conditions, such as keratoconus, and this has been reported. [14] It is expected that SP-256 HC might be a stronger biomarker for conditions that involve the sclera, since a stiffer sclera can 257 limit the magnitude of maximum corneal deformation. Therefore, the greater the amplitude of deflection, the shorter becomes the arclength, or in other 278 words, the greater is the negative change in the HCdarclength in the less stiff normal eyes. 279
However, in keratoconus, the relationship was the opposite in both comparisons, which seems 280 paradoxical. One explaination to consider, however, is the biomechanical consequences of the 281 pathology in the collagen fibers. Bowman's layer, [18] . It may be that the diseased collagen fibers are not able to crimp in the way 284 that normal fibers do. This is consistent with the results of the bIOP-matched comparison, which 285 showed a greater negative HCdarclength in normal eyes than in keratoconus, despite the greater 286 stiffness and resistance to deformation in the normal eyes, combined with lower HCDeflAmp. 287 288
In conclusion, two novel stiffness parameters are introduced to allow interpretation of the 289 corneal deformation parameters produced by a Dynamic Scheimpflug Analyzer, relating to how 290 each parameter responds as corneal and scleral resistance to deformation is increased. Normal 291 eyes show overall greater resistance to deformation than keratoconic eyes. Most DCRs 292 investigated demonstrated a significant relationship to the novel stiffness parameters in normal 293 and keratoconic eyes, based on both pure corneal deflection, as well as deformation amplitude 294 which includes whole eye motion. Keratoconic eyes also showed greater variability in the 295 response parameters, likely due to variability of the disease process. Future research will focus 296 on the clinical utility of the new stiffness parameters as potential biomarkers for pathology. It is 297
reported that SP-A1 has greater clinical utility in corneal conditions, [14] and it is predicted that 298 SP-HC will have greater clinical utility in conditions involving the sclera, such as glaucoma. 299 300 Note the significant but opposite relationships of both NL and KC groups. In NL eyes, as HC Deflection amp increases, the negative magnitude of delta arclength also increases. In other words, the greater the resistance to deformation (low HCDeflAmp), the less the acrlength shortened. However, the KC eyes had less shortening of the arclength, even with greater HC Deflection amp, likely due to pathology of the collagen fibers, limiting normal folding with arclength shortening. 
